Leptospirosis is a febrile zoonotic disease. Routine diagnosis of leptospirosis is based on the detection of specific antibodies with serological tests. The aim of our study was to determine the usefulness of immunochromatographic assay (ICA), ImmuneMed Leptospira IgM Duo Rapid test kit from Korea, in rapid screening of acute leptospirosis in emergency cases with limited expertise. A total of 197 serum samples (93 positive, 104 negative) were selected randomly. The test has good diagnostic sensitivity 73% and specificity 90%. With positive predictive value of 87% and negative predictive value of 79%, this reassures patients have higher chance of correct diagnosis. This ICA is acceptable for screening of leptospirosis but confirmation with microscopic agglutination test should follow.
In this study, we evaluated a solid phase commercial gold immunochromatographic assay (ICA), which was produced by the ImmuneMed Leptospira IgM Duo Rapid test kit from ImmuneMed Inc. (Chuncheon, Korea) for rapid, semi-quantitative detection of serum IgM against Leptospira antigen. The kit was evaluated for its potential usefulness in rapid screening of acute leptospirosis cases at local health facilities.
A total of 197 serum samples were selected randomly and used in this study. Ninety-three serum samples were confirmed positive and 104 serum samples confirmed negative for leptospirosis by MAT. All these samples were from inpatients admitted to various hospitals in Malaysia who suffered from acute febrile illness and clinically suspected to have leptospirosis.
The selected serum samples were examined by the MAT, using a panel of 20 serotypes and strains: the reference strains obtained from the World Health Organization (WHO) Collaborative Centre for Leptospirosis in Amsterdam were serovars Australis, Autumnalis, Bataviae, Ballum, Canicola, Grippotyphosa, Icterohaemorrhagiae, Javanica, Pomona, Pyrogenes, Tarassovi, Sejroe, and Patoc and 6 locally isolated strains. MAT was performed at the Reference Laboratory for Leptospirosis, Institute of Medical Research, Kuala Lumpur employing WHO standard protocol to detect total leptospiral antibody. Samples confirmed positive for leptospirosis are based on the global criterion; when there is a fourfold rise in titers detected between acute and convalescent sera or when a single serum specimen has a titre of > 1:400. Meanwhile, the confirmed negative samples had MAT titer < 1:50 (indicating that fever may be due to other causes). From the results in this study, it is evidenced that the test efficiency of the ICA is quite satisfactory. The sensitivity of the ICA depreciates slightly at 73% but the specificity reaches 90%, based on first and only submitted samples. Indeed, in spite of its high specificity, this rapid kit has slightly low sensitivity, especially during the acute phase of leptospirosis, when 2/6 https://jkms.org https://doi.org/10.3346/jkms.2018.33.e131
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antibiotics are expected to have the greatest benefit. This can be explained by the fact that these samples are usually collected at an early stage of the disease when IgG antibodies are not yet present at detectable levels because IgM antibodies become detectable during the first week of illness. 9 Therefore, it is more likely the test shows positive results in clinically suspected patients of leptospirosis after one week of illness due to the production of antibodies.
Seroconversion in cases of leptospirosis usually takes place between 6-10 days after the onset of symptoms so the MAT and other antibody detection based rapid diagnostic tests (RDTs) may have low sensitivity during early phase of the infection. 9 The incubation phase of leptospirosis from exposure to onset of symptoms averages from 7 to 12 days, though it can be as short as 3 days or as long as a month. Based on a study, the variability in the duration of the incubation phase is evident in the 6-29 days' lag between exposure and onset of symptoms like fever (38°C-40°C), rigors, headache, retro-orbital pain, photophobia, conjunctival suffusion, nausea and vomiting, diarrhea and muscle pain localized to the calf and lumbar areas. 10 A previously reported paper supported that the sensitivity and specificity of RDTs at different days' post onset (DPO) increased when results of a follow-up sample were included. 11 Therefore, if suspicious samples collected early in the phase of infections test negative using MAT or RDT, it is advisable to repeat the ICA tests with second samples collected a few days later. The PPV and the NPV are useful when clinicians are considering the value of a certain test. Ideally, clinicians are hoping for a test which can correctly identify all patients with the disease and also correctly identify all disease-free patients. Hence, with a low number of false negative and a few false positive, giving to the PPV and NPV in this study showing 87% and 79%, respectively, it is reassuring that patients will have a higher chance of a correct diagnosis.
Samples tested using ICA that were only positive at the 50-titer cut-off were considered as intermediate, the results were automatically regarded as negative detection for this assay (Supplementary Table 1) . According to the product information for ImmuneMed Rapid kit, 'intermediate' results should be interpreted as not positive and inconclusive if the samples were collected from an endemic region and it is necessary to do the test again within 2-7 days. Because leptospirosis is endemic in Malaysia, 12-14 the serum samples collected in this study are considered to be from an endemic region. In this study, there were a total of 25 'intermediate' ICA results which shows there are inconclusive results so it is advisable that intermediate results should warrant evaluation of second samples for further confirmation to avoid wrong reporting.
Our study suggests that, in regions of Malaysia where MAT is not easily available, ICA could be the most reliable approach for laboratory confirmation of clinically suspected cases of leptospirosis. The test kit has several other advantages. It is rapid (15 minutes), and easy to handle without the need of sophisticated equipment. It can be performed in laboratories or in the field and is suitable as a point of care test. The test can be used in resource-poor settings in Malaysia, by investigators with only limited training. Cost-effectiveness is also the main decision factor to choose ICA for routine use in remote areas.
Specificity is also a problem when using antibody detection based rapid tests. Cross reacting antibodies occur with many other cases of acute febrile illnesses. 4 A total of 35 various infectious disease serum samples (not included in the 197 samples) were taken from the serology reference laboratories of Institute for Medical Research Kuala Lumpur to be used to test the cross reactivities of ImmuneMed Leptospira IgM Duo (ICA) Rapid tests with other causes of acute febrile illnesses. The percentage of cross reactivity is displayed in Table  2 . Among other infections tested in this study, cross reactivities occurred when ICA was performed on samples that were positive for dengue, VDRL as well as scrub typhus with the percentage cross reactivities of 10%, 20%, and 20%, respectively ( Table 2) . It is particularly difficult to determine which would be the actual diagnoses in such circumstances unless diagnosis can be confirmed with other methods like culture or PCR to detect the DNA of the respective bacteria or virus. The selection of a serodiagnostic assay is very much dependent on several factors, like for example, the clinical possibility of disease, the anticipated workload, and the availability of confirmatory testing in more specialized laboratories. 15 Therefore, in view of the emerging infectious threat, prompt diagnosis of leptospirosis is essential for both patient care and efficient implementation of public health measures. It is most important to have an efficient and practical diagnostic test that is rapid, accessible and practical to clinicians as a screening test while waiting for confirmatory test results. 16 In conclusion, the ImmuneMed Leptospira IgM Duo Rapid test kit (ICA manufactured by the ImmuneMed Inc.) is a practical screening test with reasonably good diagnostic sensitivity and specificity. This test may be sufficiently sensitive for screening tests and can reasonably avoid false positive reporting with the high PPV. To avoid false positive reporting, it is recommended that samples that only showed positive at the IgM 50 cut-off titre (intermediate) be repeated with a second sample from the same patient collected a few days later or at convalescent.
